Professional Network Tester 



PN100T 


Complete Solution for Network 
Engineers, Installers and Value Users 

The PN100T Professional Network Tester is a palm-sized 
unit that helps networking users, technicians, and 
engineers verify functionalities of cabling system, Ethernet 
system and Data/Voice Systems. This tester is designed 
for testing and trouble shooting multiple-wire cables 
(RJ11, RJ45 (UTP/STP), coaxial cables, and Datacom 
devices. It allows the professional or amateur to check 
any cable, up to 1000 feet in length, quickly and easily, 
even cables that have already been laid in cable 
conductors above ceilings, under floors, in walls, or in 
pipes. Also test Hubs and/or switches for connectivity. In 
less than a few seconds, the Hawking PN100T tester will 
allow you to determine continuity, intermittent 
connections, short circuits and crossed wires on nearly 
any cable used in voice or data communications. This 
Tester consists of two units - a main unit and a remote 
unit. 


HawkinG 

TECHNOLOGY 


Package Contents: 


I • One sturdy carrying case 

• One Easy to follow Users Manual 

Specification: 

- Remote Cable Sniffer: This is a easy way to 
diagnose Cabling systems before and AFTER system 
installation: Supports USOC4/6/8, 10/100 Ethernet 
STP/UTP, 10Base2/5, CATV, Cable Modem XDSL 
Modem, HomePNA, EIA/TIA-58A/B, ST&T-258A, 
Token Ring STP/UTP, Telephone, Apple PhoneNet. 
Do live testing on Hubs, Switches, NICs, and more. 

- Port Selection 

Push button - turn on/start test 

Slide switch - Cable/Ethernet selection 

- Connectors 

RJ45 x 2 Hubs/Network Interface Cards 

- RJ45 x 2 LAN Cables 

RJ1 1 x 2 Phone Line Cords 

- BNC x 1 Coaxial Cables 

- RJ11 x 1 Voice/Data 

- Power - 9 Volts/ DC Alkaline Battery 

- Protocol 

IEEE 802.3 10BaseT Ethernet 

IEEE 802.3u 100BaseTX Fast Ethernet 

- Cable Length 

Maximum 100m for Ethernet/Hubs/NICs 
Maximum 300m for LAN Cables 

- LEDs - Multiple Status LEDs 

- Dimensions (Lx W x H) 6.5x3.71x1.06 inches 

- Weight - 7.36 oz 

- Enclosure - Plastic 

Hawking Technologies, INC. 

6A Faraday, Irvine, California, USA 

Sales: (888) 662-8828, (949) 580-0888 

Fax: (949) 580-0880 

Email: Sales(5>hawkinqtech.com 

Tech Support: (949) 580-0878 

Email: Techsupport(5>hawki nqtech.com 

Web Site: www.hawkinqtech.com 

Copyright © Hawking Technologies, Inc. 2002. All rights reserved. All 
trademarks herein are the property of their respective owners. Product 
specification subjects to change without notice 


